as possible after surgery. The primary factors that influence postoperative ROM include the diagnosis, preoperative ROM and deformity, age, gender, surgical technique, postoperative pain control and rehabilitation, and lifestyle 2, 3) . Implant design is another important factor for a satisfactory ROM after TKA, and thus, high flexion knee prostheses have been introduced. Compared to the PFC Sigma RP fixed model that allows axial rotation between the polyethylene insert and tibial component, the PFC Sigma RP-F mobile model that has a thicker posterior femoral condyle to minimize polyethylene contact stresses during high flexion incorporates advantages of the mobile-bearing and high flexion models [4] [5] [6] . However, some high-flexion models have been associated with the high incidence of early aseptic loosening that results from the increased shear force between the femur and the femoral component during high flexion 7) . Cho et al. 8) reported that radiolucent lines were observed in 13.8% of the cases between 3-6 years after high-flexion TKA, 3.2% of which required reoperation at a mean of 49 months postoperatively. Han et al. 7) observed aseptic loosening in 38% of the patients at a mean of 32 months after high-flexion TKA, and 21% of which underwent reoperation at a mean of 32 months postoperatively. 
Introduction
The purpose of total knee arthroplasty (TKA) is to maintain the function and stability of the knee joint and relieve pain. Postoperative limitation of knee flexion can cause disruption of daily living activities in Asian patients due to their culture of sitting on the floor 1) . The increasing participation in leisure and sports activities, including golf and bowling, has led patients to expect to obtain as normal range of motion (ROM) of the knee
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In this study, we hypothesized that TKA using PFC Sigma RP-F mobile model would result in greater range of maximum flexion without the risk of early aseptic loosening compared to TKA using PFC Sigma PS fixed model and analyzed the clinical and radiological outcomes of TKAs using the two different models.
Materials and Methods
A total of 121 primary TKAs were performed for osteoarthritis between February 2005 and October 2005 at our institution. PFC Sigma RP-F mobile (DePuy Orthopaedics Inc., Warsaw, IN, USA) or PFC Sigma PS fixed (DePuy Orthopaedics Inc.) model was used for the surgery in 100 of the cases. Of these, 90 cases (65 patients) that were available for minimum 5 years of follow-up were retrospectively reviewed for this study. The exclusion criteria were ≥30 o flexion contracture, ≥20 o varus deformity, and ≥30 body mass index (BMI). In the PFC Sigma RP-F mobile model TKA group (study group), there were 45 cases (35 patients; 3 males and 32 females) with a mean age of 67.1 years (range, 52-79 years). In the PFC Sigma PS fixed model TKA group (control group), there were 45 cases (30 patients). There was no significant intergroup difference in terms of the age, gender, BMI, and patella resurfacing. The mean follow-up period was 65 months (range, 60-69 months) ( Table 1 ). All the operations were performed by the same surgeon using a standard medial parapatellar approach. Extension and flexion gap balancing was performed, using the gap technique and measured resection technique. Cement was used for fixation of the tibial and femoral components in all cases. Cementing was initiated on the tibia followed by femur and patella. The cement was applied on the surface of the implants, resected bone surface, and posterior cut of the femur, while exerting pressure with fingers prior to fixation. When the cement was completely hardened with pressure applied to the axis of the joint longitudinally, the tourniquet was released. After hemostasis was obtained, the trial polyethylene component and extra cement were removed and a real polyethylene component was inserted.
The postoperative rehabilitation program was identical in both groups. Quadriceps femoris strengthening exercises were initiated from the 1st postoperative day. Continuous passive motion (CPM) using a machine was allowed from the 3rd postoperative day to promote rapid recovery. If straight-leg-raising was possible and quadriceps muscle strength was recovered, crutch walking with a brace was allowed.
Follow-up examinations were performed at 6 weeks, 3 months, and 6 months after surgery and once a year thereafter. The postoperative ROM was assessed at 6 weeks, 3 months, 6 months, and 2 years after surgery, and at the last follow-up. For the assessment of ROM, active flexion angle on the sagittal plane digital image taken without weight bearing was measured with anterior surface of leg and thigh using the Image J program (Wayne Rasband, NIH, Bethesda, MD, USA) ( Fig. 1) 9)
. The preand postoperative ROM measurements were performed by two orthopedic surgeons (p=0.77).
For clinical assessment, the knee score and function score according to the Knee Society clinical rating system were measured preoperatively and at the last follow-up 10) . For radiographic assessment, anteroposterior (AP) radiographs of both legs and lateral radiographs taken with the knee in 30 o flexion were obtained preoperatively and at the last follow-up. These radiographs were assessed according to the Knee Society roentgenographic evaluation and scoring system 11) . Statistical analysis was done using the SPSS ver. 17 (SPSS Inc., Chicago, IL, USA). T-test was used for comparison of quantitative parameters, including the flexion angle, knee score, 
Results
There were no statistically significant intergroup differences in the flexion contracture preoperatively (p=0.252) and during the follow-up. The maximum flexion angle was smaller immediately postoperatively compared to the preoperative value, but increased progressively until the 2nd postoperative year and was maintained until the last follow-up. The mean maximum flexion angle was not significantly different between the groups preoperatively, but was notably greater in the study group Table 2) .
The mean change in the maximum flexion angle (∆flexion) between the preoperative and follow-up examinations was significantly different between the groups. The ∆flexion was greater in the study group until the 6th postoperative month. The ∆flexion at the last follow-up was 5 o in the study group and -3 o in the control group (p=0.039) ( Table 2 ). In the study group, the mean knee score and function score were improved from 56.1±10.0 preoperatively to 93.4±5.0 at the last follow-up and from 55.2±9.1 preoperatively to 90.0±10.0 at the last follow-up, respectively. In the control group, the mean knee score and function score were improved from 55.2±7.1 preoperatively to 92.0±8.1 at last follow-up and from 58.1±5.1 preoperatively to 89.5±8.2 at last follow-up, respectively. No statistically significant differences were observed between the groups in the clinical assessment (p>0.05). On the radiographic assessment using the Knee Society radiographic scoring system, the α angle was 96. in the control group, showing no statistically significant intergroup differences (p>0.05). However, radiolucent lines were observed in the posterior femoral condyle in 1 case and medial tibial condyle in 1 case in the study group, although reoperation was not necessary due to the absence of symptoms. Patellar elongation was found in 1 case in the study group (Fig.  2) . Prosthesis-related complications were not observed and reoperation was not required in any of the cases.
Discussion
In this study, high-flexion TKA resulted in greater maximum flexion angle than conventional TKA without significant complications, such as implant loosening. The PFC Sigma RP-F model used in this study is a mobile-bearing design that allows axial rotation between the tibial component and the polyethylene insert and high flexion by promoting posterior translation of the femur. Although the thicker and higher posterior femoral component design requires greater resection of the posterior femoral condyle, it is designed to minimize stresses on the prosthesis to enable 155 o of flexion [4] [5] [6] . However, 155 o of flexion is rarely possible because high flexion is affected by a variety of factors, including the diagnosis, preoperative ROM and deformity, age, gender, surgical technique, postoperative pain management and rehabilitation, and life style. Most of the conventional knee implants, including the PFC Sigma PS model, are designed to allow 120 o of flexion 12, 13) . In this study, the mean maximal flexion angle was 125 o at 5 years after TKA using the PFC Sigma PS model. Bin and Nam 14) reported that the high flexion knee prosthesis, o greater after TKA using the Sigma RP-F model than TKA using the conventional implants 4, [15] [16] [17] [18] . Gupta et al. 4) reported that the mean increase in flexion angle was 10 o greater in the PFC Sigma RP-F group than the PFC Sigma RP group. Suh et al. 20) reported there was no statistically significant difference in the flexion angle between the NexGen LPS-flex group and the conventional implant group. Many clinical studies have shown that mobile-bearing and fixedbearing implants did not result in differences in terms of flexion angle and knee score [21] [22] [23] [24] [25] . Massin et al. 26) reported that improvements in flexion was not correlated with the postoperative function score. In the current study, the increase in maximal flexion angle was significantly greater by 10 o in the study group, whereas there were no significant differences between the two groups in the knee score and function score. Cho et al. 8 ) evaluated 3 to 6 years of follow-up results of NexGen LPS-flex TKA. Progressive radiolucent lines were observed in 30 (13.8%) of 218 cases, 7 (3.2%) of which required reoperation at 49 months postoperatively. Han et al. 7) reported that aseptic loosening occurred in 27 (38%) of the 72 cases at a mean of 32 months after NexGen LPS-flex TKA and reoperation was necessary in 15 cases (21%) at a mean of 23 months postoperatively. In the current study, although radiolucent lines were observed in 2 cases at ≥5 years after PFC Sigma RP-F TKA, the overall results were good without any presence of symptoms or complications, including component loosening and polyethylene wear. We attributed this to the differences in the cementing technique and implant design. The limitations of this study include that different influences of the mobile-bearing and fixed-bearing implants were not reflected in the outcomes, the number of cases was small, and the followup period was short. We believe that the incidence of component loosening and osteolysis should be assessed in future studies that involve a long-term follow-up and a larger study population.
Conclusions
The mid-term follow-up results of TKA using the PFC Sigma RP-F mobile model showed that the high-flexion knee prosthesis facilitates greater maximum flexion compared to the conventional implant. Radiolucency was observed in 2 cases. However, the high flexion model did not make a significant difference regarding the knee score and function score compared to the conventional model.
